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Cine Recording Ophthalmoscope 


Retinal cinephotography has been used to study 
the changes in retinal circulation patterns which 
occur in high gravity fields or in the large centrifugal 
force fields obtained by spinning human beings in 


without need for the camera operator to be aboard 
the centrifuge but also permitted immediate observa- 
tion of dynamic changes in retinal circulation by a 
closed-circuit television loop. 


TV Camera 



centrifuges. In the past, cinephotographic exposures 
were made by a camera operator who was protected 
by a G-suit while he rode along in the centrifuge. 
Since the camera operator was exposed to the same 
forces as the subject, the level of gravitational stress 
was limited and critical focusing adjustments were 
difficult, if not impossible, to perform above centri- 


fugal blackout. 

A remotely operable cine recording ophthalmoscope 
system was developed which not only provided more 
accurate photographic recording during acceleration 



The camera system consists of three separate units: 
(1) The main camera, which is a modified fundus 
camera and includes both direct viewing, remote 
television viewing, and permanent recording either 
on 35-mm film or on video tape; (2) The remote con- 
trol unit which provides adjustment of focus on the 
subject's fundus, a shift of the camera in either the 
x, y, or z axes, and the movement of a fixation light 
system that allows viewing of various parts of the 
retina while the subject is being imposed to the same 
stress environment; (3) The strobe power supply unit. 

(continued overleaf) 
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The main optics used to focus light on the retina are 
those of a Zeiss fundus camera which was modified to 
provide remote control of fine focus and selection of 
filters for special studies. The rear element of the lens 
system was remounted and equipped with a motor 
drive for normal and fine focusing (total of 3.8 cm of 
travel forward and backward ) . The filter system was 
altered to accommodate six filters which could be 
rotated into position with a motorized drive; there 
are two neutral density filters, a clear glass filter for 
use with color film, two green filters (minus red), and 
a blue interference filter for use in fluorescein studies. 
With the resolution provided by the lens system, 
arterioles and venules are clearly visible on film. 

A 250-watt incandescent bulb is used for illumina- 
tion during initial focusing through an eyepiece, and, 
when the television camera is in position, for closed 
loop monitoring on the TV screen. A xenon flash tube 
provides the high-intensity illumination required for 
cinephotography. Light from the strobe flash passes 
through the slotted rotating mirror which is synchro- 
nized with the camera shutter. During completion of 
the revolution, the rotating mirror reflects the light of 
the incandescent bulb and provides illumination for 
TV observation. 

The fixation light unit contains a cathode ray tube 
and a lens assembly which collimates the light of a 
dot that moves on the tube face; it can be mounted 
on either the left or right of the camera lens for 
positioning the eye not being photographed. 

The 35-mm reflex camera has a capacity of 122 m 
of film. It is driven by a synchronous motor at rates of 
24, 30, or 48 frames per second. The reflex shutter 
permits entrance of light only when the film is held 
stationary in the aperture plate assembly. The shutter 


is a balanced true-reflex type with a mirror surface set 
at an angle from the camera body so that the retinal 
image may be relayed to the closed circuit TV system. 

The ophthalmoscope functions at stresses up to 
10G, and has been used successfully in more than fifty 
separate centrifuge experiments. It has also been used 
in the laboratory for a variety of experiments includ- 
ing fluorescein studies and dynamometry sequences. 
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